Enhanced accuracy of needle placement in horizontal stereotactic core biopsy by a plastic slot.
Horizontal stereotactic core biopsy can be used in the investigation of clinically occult mammographic abnormalities especially when breast thickness is less than 3 cm. We designed a 6-mm plastic slot that can be inserted between the bushing and the biopsy gun to enhance the accuracy of needle placement within the lesion. With this device, the centre of the lesion can be targeted at the centre of the biopsy trough. We advocate the use of this piece of small, simple and inexpensive instrument in every case of horizontal stereotactic core biopsy.